[Vitreous body fluorophotometry following oral administration of dye. I. New version of a vitreous body fluorophotometer].
A new type of vitreous fluorophotometer using a Haag-Streit 900 slitlamp is described. It offers a number of technical and operational advantages. In the photometric part, only commercially available components are used. The system has a custom-designed position indicator. A brief technical description of the calibration of the instrument is given.